INTRODUCTION
One of the defining characteristics of soot is its absorption and scattering of electromagnetic radiation in the visible wavelength region for atmospheric visibility as well as visibility in a smoke filled environment. Absorption and scattering properties of soot are also important in the infrared spectrum for heat transfer applications including furnaces, engines, and fires.
There is considerable attention heeded in the literature to the measurement and prediction of the extinction and absorption cross-section of soot [1] [2] [3] [4] .
There has also been extensive study of the differential light scattering by soot in laboratory scale fkes [5] [6] [7] as a method for determining the fractal dimension of the soot and the size of the soot agglomerate in terms of its radius of gyration, R~. However, there are few measurements of the total Bouguer-Lambert scattering cross-section for flame generated soot.
Law relates the light transmittance, l/l.,, to the mass specific extinction coefficient, oc, via the following equation:
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where m. is the mass concentration of smoke agglomerates and L is the path length.
Extinction is the sum of scattering and absorption. Dobbins et al. [2] developed an approximate description of the scattering and absorption cross-sections of soot agglomerates and the expressions [2] for these quantities are given by:
---i-2. where n ; n , R~are the first and second moments of the agglomerate size probability distribution function, and the mean of the square of the radius of gyration of the soot , , agglomerates, respectively.
The soot density is p,, XPis nd# with A the wavelength of light, dP is the soot primary particle diameter, Df is the fractal dimension, and the functions of the complex refractive index are defined by:
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As pointed out by Dobbins et al. [2] , an important simplification occurs for large mono-disperse agglomerates with 4nR~/2>>1. In this limit, the single scattering albedo, p,e, defined as the ratio of the scattering coefficient to the extinction coefficient, is given by:
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For constant refractive index and fractal properties with Df slightly less than 2, the value of p,e is predicted to be roughly proportional to the primary particle diameter and inversely proportional to the wavelength. Krishnan et al. [7] measured p,. for the soot in the overfire region of a turbulent burner for four gaseous hydrocarbon fuels at five different wavelengths in the range between 351 nm to 632.8 nm. For all of the fuels, it was found that p,. increased with wavelength. This result is inconsistent with the predictions of Eqn. 4 if the refractive index is constant. In fact, Krishnan et al. [7] attribute this increase to a wavelength dependence of the complex refractive index, M (m = n +-ik). They point out that this trend suggests that scattering from soot may be more important than previously thought for wavelengths in the near IR, at least for large soot agglomerates typical of those experiencing long residence , times [7] .
Mulholland and Choi [4] used a transmission cell reciprocal nephelometer (TCRN), described by Mulholland and Bryner [3] , to measyre the light scattering by soot generated from laminar and turbulent flames of acetylene and ethene at 632.8 nm. The magnitude of the scattering to absorption ratio was approximately 30% lower than that reported by Krishnan et al. [7] at 632.8 nm for soot produced from the same turbulent burner [4] .
The motivation for this study is to accurately measure p,. and to examine the influence of wavelength on the light scattering by soot agglomerates.
In this study, the scattering cross-sections at 543.5 nm, 632.8 nm and 856 nm were measured using the NIST TCRN for soot produced from acetylene and ethene laminar diffusion flames.
Agglomerate size distributions were also obtained using a combination of transmission electron microscopy, optical microscopy and image processing to investigate the uncertainty in the measurement of p,. by the TCRN.
DESCRIPTION OF EXPERIMENTAL APPARATUS AND PROCEDURES
Experiments were performed using the NIST Large Agglomerate Optics Facility TCRN to accurately measure optical properties of soot from laminar acetylene and ethene flames. These fuels were chosen primary particle and agglomerate because of the large expected differences in the soot sizes. Detailed descriptions of the apparatus can be found in Mulholland and Choi [4] . Figure 1 displays Figure 1) to produce co-linear beams through the transmission cell. The beams were directed through the cell to the silicon photodiode detector using gold-coated mirrors. Rotating beam blocks t were attached in front of the light sources to selectively monitor the wavelength of interest.
The scattered intensity was measured using a cosine sensor and photo multiplier tube (PMT) assembly that is positioned at the center of the transmission cell ( Figure 1 ).
Since reciprocal nephelometers have not been commonly used in the combustion field, a brief explanation of the principle of operation is presented based on the analysis of Gerber [8, 9] and Mulholland and Bryner [3] . The inset in Figure 1 displays a schematic of the reciprocal nephelometer with an infinitesimal detector. The flux of light scattered by the smoke particles from an element of length dx for a laser beam with cross-section area a$ in a direction (3toward the detector of area ad is given by the following expression:
where E. is the laser irradiance ands is the distance between the sensor and the element dx (where dx is equal to s2dWD). The total flux to the detector, F, is obtained by integrating 6 . over the angular limits a and P, which approach 0°and 180°as the length of the cell increases.
The angular integral is proportional to the orientation averaged scattering for non-spherical particles such as smoke agglomerates. The above analysis is for an infinitesimal detector for which every photon incident on the collection area is detected. For any actual detector, there will be specular reflections for small angles. To have an actual detector approach ideal behavior, the light must first go through a diffuser with a sine response relative to the scattering angle or a cosine response relative to the angle defined by the normal.
Mulholland and Bryner [3] find from model calculations and measurements that with a small well-designed diffuser, the TCRN performance approaches that of Eqn. 6 given above.
In The 856 nm laser was then blocked and the beam block in front of the 632.8 nm laser was removed to"measure the scattered intensity and the transmitted laser intensity through the DOP for the 632.8 nm laser (denoted as C). Fresh air was introduced into the cell to remove the DOP aerosol and the incident laser intensity and scattered intensity at 632.8 nm were measured (denoted as D). Procedure A was repeated using the 856 nm laser followed by measurement of the scattered intensity and transmitted laser intensity through the soot (denoted as E). Scattered intensity and transmitted laser intensity through the soot were measured through the soot using 632.8 nm laser (denoted as F). Clean air was then 
RESULTS
The ratio of the scattering to extinction cross-sections, p,,, was calculated using both the scattering intensity for DOP and soot and the total extinction coefficient for DOP scattering to extinction ratio, P,= , and the specific extinction coefficients are summarized in Table I .
Soot agglomerate structure including the size distribution of the primary particles, the fractal dimension, the number of primary spheres, and the radius of gyration was analyzed using transmission electron microscopy (TEM). These quantities are related by the fractal equation for soot agglomerates given by:
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An image processing algorithm was used to measure n, dP, R~, Df, and kf from digitized images of the soot agglomerate micrographs [10] . Measured values for ethene and acetylene soot are shown in Table II. A major challenge in any total scattering instrument is the amount of scattered light outside of the acceptance angle range of the sensor. We have focussed on measuring the large agglomerate portion of the size distribution since a greater fraction of the light scattered by larger agglomerates is in the forward direction and will affect the detector Table II ). The value of the number distribution for the largest size class is about 1000 times smaller than the peak value; however, the large increase in the total scattering cross-section with increasing agglomerate size compensates for this 1000 fold difference so that the largest agglomerates (even though they are a small fraction of the total population) contribute significantly to the scattering cross-section. Typically five sets of measurements were performed on each of three days. The results are included in Table HI and range between 0.9 % and 1.6 % of the mean values.
MEASUREMENT UNCERTAINTY
According to Eqn. 8, the value of p,. is determined from the photomultiplier voltage and the light extinction coefficient. As discussed in Mulholland and Choi [4] , the uncertainty in the light extinction coefficient is about 1.7%. For the 856 nm laser, the uncertainty is greater and is estimated to be 2.5?Z0due to the relative lower response of the silicon photodiode detector [13] . The uncertainty in the linearity of the photomultiplier output is estimated to be 1.090 for the visible wavelengths and 1.5% in the near IR over the typical range (factor calibration aerosol.
of three) in output for the various soots and dioctylphthalate
Other factors affecting the Type B uncertainty include the limited acceptance angle of the detector, the non-ideal characteristics of the cosine sensor, and the finite size effect of the detector. The influence of limited acceptance angle was" investigated by using thes ize distribution (Figure 3 ) and the Fisher-Burford type formulation [3] for the differential scattering cross-section, S~~~(R~, 6).
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The total scattering, ST~,,(6i, ef), integrated over the angle range from 6i to 6f and integrated over the number size distribution function, FN[log(Rg)] from log(Rg,ti,) to @(Rg,~iJ is given by:
The ratio R,.,t:
provides a measure of the effect of the limited acceptance angle of the detector. We find that R,.at for the TCRN angle range 1.5°to 178.5°is 0.985 for acetylene smoke and 0.990 for ethene. The corresponding correction factors, 1.015 and 1.01, are used to correct the measured scattering for acetylene and ethene. The relative standard uncertainty in this correction factor is estimated to be 1.070.
Measurements using a goniometer indicate that the cosine sensor/PM tube combination provides ideal response between 5°to 175°, and that it underestimates the intensity at angles less than 5°or greater than 175°. The largest deviation of 25% was obtained at 1°and at 179°, which are the smallest and largest angles measured. These angular response characteristics are incorporated in an analysis similar to that above, and the correction factor and uncertain y were found to be 1.010 and 1.0 '%. The estimates of the effect of the finite size of the detector are based on the modeling results of Mulholland 14 and Bryner [3] . The correction factor and relative standard uncertainty for finite detector size are 1.040 and 1??o, respectively.
The three correction terms are independent of agglomerate sizes so that the overall correction term is obtained using the product of the three terms with the resulting value of 1.066 for acetylene and 1.061 for ethene. All of the measured data displayed in Table I and Figure 4 have been corrected using these factors.
The results of using the root-mean-sum-of-squares for combining the individual Type B uncertainties, combining the total Type A and Type B uncertainties, and ultimately computing the expanded relative uncertainty, UC, are summarized in Table III . According P,, (predictions using Eqn. Sa-b) at 543.5 nm, 632.8 nm and 856 nm are plotted in Figure   4 . The input values for the predictions (using Eqns. 4a-b) are taken from measurements of soot structure from Table II both measurement and prediction, the acetylene soot (which has a larger average primary particle size) has the larger value of p,, compared to ethene. This same effect is apparent in Figure 4 for the results of Krishnan et al. [7] . The predicted ratio between acetylene and ethene p,. , approximately 1.6, at 632.8 nm is larger than the measured ratio of approximately 1.15. This discrepancy may be due to beam shielding effects in which attenuation of light by the primary particles on the front side of the agglomerate reduces the intensity reaching the rest of agglomerate [13] .
As shown in Figure 4 , the measured change in p,. with wavelength is in qualitative agreement with the predictions for 543.5 and 632.8 nm. However, there is a large difference at 856 nm, where the data indicates almost no change in p,. at 856 nm compared to 633 nm while the predicted value decreased by about 35% for both ethene and acetylene soot. This invariance in the scattering ratio is an important finding, because it is often thought that the scattering in the near-infrared becomes less important than in the visible spectrum (See Eqns. 4a-b). These are the first quantitative measurements of scattering to extinction ratio in the infrared. One potential explanation is a wavelength dependence of the soot refractive index. Although additional experiments at longer wavelengths will be required to clarify this matter, the present measurements have provided important information regarding the scattering behavior in the visible and near infrared spectrum. Figure 4 also displays p,, measurements at 35 lnm, 400nm, 488nm, 514nm and 632.8nm reported by Krishnan et al. [7] for overfire soot from a 5 cm turbulent acetylene and ethene flames. The measured values of p~. in the visible spectrum by Krishnan et al.
[7] increases with wavelength while our data indicate a decrease over the visible . , .
wavelength range.
10% of the present
The p,, measurements of Krishnan et al. [7] at 514.5 nm are within measurements at 543.5 nm. However, measurements at 632.8 nm for both acetylene and ethene for Krishnan et al. [7] are more than 50% larger than the present measurements.
The estimated expanded uncertainty (95$10confidence level) of A 6.290 for the present data is much smaller than the difference in the results for the two studies. Wu et al. [6] , who used the same method as Krishnan et al. [7] , report an expanded relative uncertainties of 107o for total scattering and 570 for total extinction leading to an expanded uncertainty of the ratio p~e equal to about 1170. Also, the differences between the two sets of experiments are not entirely due to the different burner configurations (laminar burner in the present study versus turbulent burner used in Krishnan et al. [7] ) since comparisons of the present laminar flame measurements with measurements by Mulholland and Choi [4] obtained using the TCRN and the same turbulent flame of Krishnan et al. [7] were within 15~o. The acceptance angle range for the scattering measurements by Krishnan et al, [7] is 5°to 160°. The effect of this limited angle range based on our measured size distribution is a reduction of the measured scattering by about 89t0. This has the effect of increasing the difference between the present measurements and those of Krishnan et al. [7] . While more study is required to resolve the differences in the measured p.,, both studies show that scattering component is a significant portion of the extinction cross-section. Wavelength (rim)
